Check that the X-ray High Voltage is on (Glassman High Voltage Power supply: meter function 12 KV; Spot size: remote).  If the Glassman High Voltage Power supply is not on:  Turn off the Glassman HV PS and the 8702 X-ray controller.  Wait about 30 seconds.  Turn on the 8702 X-ray controller and check if the interlock ready light is on.  If not call the GLA.  If the interlock light is on push the preheat button.  It should light up.  Wait until the red light comes on about 2 minutes.  Turn on the Glassman HV ps.  The HV should go to about 10 KV.

